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INTRODUCTION 


Trivalent  chromium  ions  (Cr(III))  are  produced  as  an  unwanted  py-product  of 
chromium  plating  solutions  for  low  alloy  steals  (refs  1-3).  The  chemical 
literature  lacks  a  specific  and  direct  analytical  method  to  determine  and  ade¬ 
quately  monitor  Cr fill)  in  the  presence  of  hexavalent  chromium  t C r ( v I ) >  m  c^-c- 
mium  plating  solutions  during  the  plating  process  Lacx  of  optimization  of 
these  plating  solutions  causes  serious  proDlems  for  the  chromium  piat'ng 
industry  such  as  poor  quality  products,  wasted  human  resources,  ana  wasted 
electrical  energy. 

A  common  chemical  analysis  method  to  determine  Cr « 1 1 i l  -n  cnro*>uir  piat-ng 
solutions  is  the  indirect  redox  titration  method  composed  c*  tie  deference 
Cr(VI)  and  the  total  chromium  in  the  solution  (refs  3-5).  "his  method  provides 
adequate  precisions,  but  an  unacceptable  analysis  time  of  8  hours. 

The  specific  and  direct  method  presented  m  this  report  provdes  acceptat’e 
analysis  and  monitoring  of  Cr (III)  in  chromium  plating  solutions.  The  method 
consists  of  ultraviolet  (UV)-visible  spectrophotometry  (ref  6). 

EXPERIMENTAL  PROCEDURE 

Strict  analytical  chemistry  methods  and  procedures  are  followed  throughout 
this  experimental  procedure  section.  An  excellent  source  of  reference  for  these 
methods  and  procedures  is  by  Fritz  and  Schenk  (ref  7). 

One  analytical  reagent  grade  standard  solution  is  required.  It  is  a  1  ♦ 
0.005-g/l  Cr(III)  solution  that  meets  American  Chemical  Society  (ACS)  Standards 
and  Federal  Specification  0-C-303D  (refs  4,5).  This  analytical  method  requires 
oxidation  of  Cr(III)  with  sodium  peroxide 

References  are  listed  at  the  end  of  this  report. 
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One  other  reagent  grade  solution  is  required.  It  is  a  250  ±  0.5-g/l  chro¬ 
mic  acid  solution  that  also  meets  American  Chemical  Society  (ACS)  Standards  and 
Federal  Specification  0-C-3030  (refs  4,5). 

Three  standards  are  prepared  in  100-milliliter  (ml)  volumetric  flasks  for 
UV-visible  spectrophotometric  analysis.  The  Cr(lII)  concentrations  of  these  are 
500,  250 ,  and  0  parts  per  million  (ppm),  and  each  of  these  standard  solutions 
also  contains  12,500  ppm  chromic  acid  providing  the  proper  matrix. 

All  chromium  plating  solution  samples  are  prepared  in  triplicate  in  100-ml 
volumetric  flasks  for  the  Cr(III)  analysis  by  this  method.  A  1:20  dilution  of 
these  sample  solutions  is  required  with  each  sample  solution  also  containing 
12,500  ppm  chromic  acid. 

The  analytical  system  used  is  the  Hewlett-Packard  UV-visible  spectrophotom¬ 
eter  (Hewlett-Packard  Corp.,  Palo  Alto,  CA).  Hewlett-Packard  publishes  a  manual 
which  is  an  excellent  source  of  reference  for  the  operation  and  maintenance  of 
this  instrument  (ref  8). 

The  operating  conditions  for  the  spectrophotometer  are  a  600-nm  wavelength 
and  1-second  integration  time. 

The  standard  and  sample  solution  absorbance  data  are  recorded  using  the 
procedures  in  Reference  8.  Since  the  standard  solution  concentrations  are 
known,  sample  solution  concentrations  can  be  calculated. 

RESULTS  ANO  DISCUSSION 

The  calibration  data  are  given  for  the  standard  Cr (III)  solutions  in  Table 
I  and  are  linear  for  the  range  given.  If  the  data  are  found  to  be  non-linear, 
then  they  must  be  acquired  again. 
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Table  II  presents  the  sample  solution  data  for  trivalent  chromium  in  the 
chromium  plating  solutions.  These  sample  solutions  are  diluted  1:20  to  attain 
detector  linearity  and  to  minimize  interferences.  Due  to  a  linear  operating 
range,  the  following  simplified  calculation  is  used  to  determine  Cr(III)  con¬ 
centration  in  the  original  chromium  plating  sample  solutions: 

g/1  Cr(III)  =  (10) (sample  absorbance/500  ppm  standard  absorbance) 

The  chromium  plating  sample  solution  in  Table  II  has  a  2.62-g/l  Cr(III)  con¬ 
centration. 

Chromium  plating  solutions  typically  contain  240  to  260  g/1  chromic  acid 
and  2.4  to  3.0  g/1  sulfuric  acid.  The  major  components  of  these  sample  solu¬ 
tions  do  not  interfere,  at  least  in  a  practical  sense,  with  Cr(III)  deter¬ 
mination  by  UV-visible  spectrophotometry  at  600  nm  as  shown  in  Tables  III,  IV, 
and  V.  Table  III  shows  that  Cr (III)  can  be  determined  in  chromium  plating  solu 
tions  at  the  optimized  wavelength  of  600  nm  using  a  1:20  dilution.  Table  IV 
shows  that  Cr(III)  can  be  determined  in  chromium  plating  solutions  which  have  a 
200-  to  300-g/l  chromic  acid  range  with  negligible  interference.  Table  V  shows 
that  Cr(III)  can  be  determined  in  chromium  plating  solutions  which  contain  250 
g/1  chromic  acid  and  a  0-  to  10-g/l  iron  range  with  negligible  interference. 

It  is  useful  to  evaluate  the  variations  in  precision  for  the  materials  and 
methods  used.  Tables  VI  through  XI  present  the  data  for  the  100-ml  class-A 
volumetric  flasks,  5-ml  class-A  pipets,  25-ml  class-A  pipets,  50-ml  class-A 


pipets,  250-g/l  chromic  acid  standard  solution. 


and  1-g/l  Cr (III)  standard  solu¬ 


tion,  respectively.  Variations  in  precision  are  also  evaluated  for  the 


UV-visible  spectrophotometer.  Table  XII  presents  the  data  for  six  consecutive 
replicates  of  the  500-ppm  Cr(III)  standard  solution. 


The  data  obtaine 


this  specific  method  are  sufficient  to  aaeouate'y 


monitor  the  Cr (III)  in  the  chromium  plating  processes.  »nus  pr-v-.j-og  •  n't 
use  of  resources.  The  optimum  operating  range  of  Cr1,!!!'  is  0  to  ?  t>  g  *d» 
mum,  and  the  resulting  precisions  are  in  the  range  ot  o.i  to  C  g  ‘  p rov'd-'-g 
adequate  monitoring  of  these  plating  solutions  supported  Dy  ^our  years  ..it 
testing. 
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TABLE  I.  STANOARO  SOLUTION  DATA  FOR  Cr(IIT)* 


Repl icate 

Absor.  ( AU  > 

0  ppm  Cr (III) 

Absor.  (AU) 

250  ppm  Cr(III) 

Absor.  (AU) 

500  ppm  Cr (  1 1 1  ) 

1 

0.000 

0.094 

0.188 

2 

0.001 

0.092 

0.188 

3 

0.000 

0.093 

0.186 

X ( avg ) 

0.000 

0.093 

0.187 

1 

*Eacn  solution  also  contains  12,500  ppm  chromic  acid. 

TABLE  II.  EXPERIMENTAL  SAMPLE  SOLUTION  DATA  FOR 
Cr(III)  TN  CHROMIUM  PLATING  SOLUTIONS* 


Repl icate 

Sample  Cr(III) 
Absor.  (AU) 

Sample  Cr(III) 

Cone,  (ppm) 

1 

0.050 

134 

2 

0.048 

128 

3 

0.050 

134 

X(avg ) 

0.049 

132 

*Each  replicate  is  a  1:20  dilution  of  the  original  sample  solution. 
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TABLE  III.  Cr(III)  WAVELENGTH  OPTIMIZATION 
IN  CHROMIUM  PLATING  SOLUTIONS* 


Wavelength 
( nm) 

Apsor.  (AU) 
of  12,500  ppm 
Chromic  Acid 

— 

ADsor.  (AU) 
of  500  ppm 
Cr(III)  Ion 

ADsor.  (AU)  1 
of  500  ppm  ' 
Fe(I II)  Ion 

i 

325  -  500 

*"* 

1 

1 

525 

1.200 

0.242 

0.068  ' 

550 

0.235 

0.218 

0.030 

. 

575 

0.022 

0.210 

. 

0.010 

600 

0.002 

0.187 

1 

0.005 

625 

0.002 

0.  130 

0.005  i 

*Each  of  these  three  solutions  has  ionic  concentrations  that  are  a  1.20 
dilution  of  normal  chromium  plating  solution  concentrations. 
**0ff-scale  due  to  the  chromic  acid  matrix. 


TABLE  IV.  EFFECTS  OF  VARIATIONS  IN  CHROMIC  ACID  CONCENTRATION  ON 
Cr(III)  ION  ABSORBANCE  FOR  CHROMIUM  PLATING  SOLUTIONS* 


Chromic  Acid 

Ion  Cone,  (ppm) 

Absor.  (AU)  of  500  ppm 

Cr  (III)  Ion 

10,000 

0.177 

11,250 

0.182 

12,500 

0.187 

13,750 

0.188 

15,000 

0.189 

*Each  solution  is  a  1:20  dilution  of  chromium  plating  solutions 
that  have  a  chromic  acid  range  of  200  to  300  g/1 . 
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TABLE  V.  EFFECTS  OF  VARIATIONS  I*  IRON  CONCENTRATION  ON  Cr(III) 
ION  ABSORBANCE  FOR  CHROMIUM  PLATING  SOLUTIONS* 


Fe ( III )  Ion 

Cone,  (ppm) 

ADsor.  (AU)  of  SCO  ppm 

Cr(III)  Ion 

0 

0.187 

100 

0.189 

200 

0.189 

300 

0.190 

400 

0.190 

500 

0.192 

_ 

♦Each  solution  is  a  1:20  dilution  of  chromium  elating  solutions 
that  have  a  chromic  acid  concentration  of  250  g/ 1  and  an  iron 
range  of  0  to  10  g/ 1 . 

TABLE  VI.  PRECISION  OF  A  100-«1  CLASS-A  VOLUMETRIC  FLASK 


Repl icate 

— 

Volume  (ml  )* 

1 

100.14 

2 

99  97 

3 

99 .  ay 

4 

100.12 

5 

100.03 

6 

100.06 

X(avg) 

100.04 

Sn 

0.09 

♦Volumes  are  calculated  from  the  weight-volume  relationship  of 
the  contained  deionized  water  solution  corrected  for 
temperat jre. 
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TABLE  VII.  PRECISION  OF  A  5-ml  CLASS-A  PIPET 


Repl icate 

Volume  (ml )* 

1 

5.01 

2 

5.00 

3 

5.01 

4 

4.99 

5 

4.99 

6 

4.99 

X(avg) 

5.00 

Sn 

0.01 

♦Volumes  are  calculated  from 

the  weight-volume  relationship 

of  a  pipetted  deionized  water  solution  corrected  for 

temperature. 

TABLE  VIII.  PRECISION 

OF  A  25-ml  CLASS-A  PIPET 

Repl icate 

Volume  (ml)* 

1 

25.04 

2 

24.99 

3 

24.96 

4 

25.03 

5 

25.01 

6 

25.05 

X(avg) 

25.01 

Sn 

0.03 

♦Volumes  are  calculated  from  the  weight-volume  relationship 
of  a  pipetted  deionized  water  solution  corrected  for 
temperature. 
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TABLE  IX.  PRECISION  OF  A  50-ml  CLASS-A  PIPET 


Rep! icate 

Volume  (ml)* 

1 

50.08 

2 

49.99 

3 

49.96 

4 

49.99 

5 

49.92 

6 

49.93 

X ( avg ) 

49.98 

Sn 

0.06 

♦Volumes  are  calculated  from  the  weight-volume  relationship 
of  a  pipetted  deionized  water  solution  corrected  for 
temperature. 

TABLE  X.  PRECISION  OF  A  250-g/l  CHROMIC  ACID  STANDARD  SOLUTION 


Repl icate 

Cr03  Cone,  (g/1)* 

1 

250.5 

2 

250.2 

3 

250.2 

4 

249.8 

5 

250.5 

6 

250.2 

X(avg) 

250.2 

Sn 

0.2 

♦Chromic  acid  concentrations  are  calculated  using  Federal 
Specification  0-C-303D  (ref  5)  which  is  a  standard  chemical 
analysis  method  for  chromic  acid. 
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TABLE  XI.  PRECISION  OF  A  1-g/l  Cr(III)  STANOARD  SOLUTION 


P«p1 icate 

i 

Cr (III)  Cone .  ( g,  1  )  * 

1 

0.998 

2 

0.997 

3 

0.999 

4 

1 . 003 

5 

0.997  1 

6 

1 

1 . 002  I 

X(avg) 

0.999  i 

1 

Sn 

0.003  1 

*Cr(III)  is  oxidized  to  chromic  acid  using  sodium  oeroxide  ana 
concentrations  are  determined  using  Federal  Specification 
0-C-303D  (ref  5)  which  is  a  standard  chemical  analysis  method 
for  chromic  acid. 


TABLE  XII.  PRECISION  OF  A  500-pfXI  Cr(III)  STANOARD  SOLUTION 
BY  UV-VISIBLE  SPECTROPHOTOMETRY* 


Repl icate 

Absor.  (AU) 

500  ppm  Cr (III) 

1 

0.188 

2 

0.188 

3 

0.186 

4 

0.186 

5 

0.187 

6 

0.188 

X(avg) 

0.187 

Sn 

0.001 

*Each  solution  also  contains  12,500  ppm  chromic  acid. 
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COMMANDER 
US  ARMY  ARDEC 

ATTN:  SMCAR-AEE  1 

SMCAR-AES,  BLDG.  321  1 

SMCAR-AET-O,  BLDG.  351N  1 

SMCAR-CC  1 

SMCAR-CCP-A  1 

SMCAR-FSA  1 

SMCAR-FSM-E  1 

SMCAR-FSS-0 ,  BLDG.  94  1 


SMCAR-1M1-I  (STINFO)  BLDG.  59  2 

PICATINNY  ARSENAL,  NJ  07806-5000 

DIRECTOR 

US  ARMY  BALLISTIC  RESEARCH  LABORATORY 
ATTN:  SLCBR-DD-T,  BLDG.  305  1 

ABERDEEN  PROVING  GROUND,  MD  21005-5066 

DIRECTOR 

US  ARMY  MATERIEL  SYSTEMS  ANALYSIS  ACTV 
ATTN:  AMXSY-MP  1 

ABERDEEN  PROVING  GROUND,  MD  21005-5071 

COMMANDER 
HQ,  AMCCOM 

ATTN:  AMSMC- IMP-L  1 

ROCK  ISLAND,  IL  61299-6000 


NO.  OF 
COPIES 

COMMANDER 

ROCK  ISLAND  ARSENAL 

ATTN:  SMCRI-ENM  1 

ROCK  ISLAND,  IL  61299-5000 

DIRECTOR 

US  ARMY  INDUSTRIAL  BASE  ENGR  ACTV 
ATTN:  AMXIB-P  1 

ROCK  ISLAND,  IL  61299-7260 

COMMANDER 

US  ARMY  TANK-AUTMV  R&D  COMMAND 
ATTN:  AMSTA-DDL  (TECH  LIB)  1 

WARREN,  MI  48397-5000 

COMMANDER 

US  MILITARY  ACADEMY  1 

ATTN:  DEPARTMENT  OF  MECHANICS 
WEST  POINT,  NY  10996-1792 

US  ARMY  MISSILE  COMMAND 
REDSTONE  SCIENTIFIC  INFO  CTR  2 

ATTN:  DOCUMENTS  SECT,  BLDG.  4484 
REDSTONE  ARSENAL,  AL  35898-5241 

COMMANDER 

US  ARMY  FGN  SCIENCE  AND  TECH  CTR 
ATTN:  DRXST-SD  1 

220  7TH  STREET,  N.E. 

CHARLOTTESVILLE,  VA  22901 

COMMANDER 

US  ARMY  LABCOM 

MATERIALS  TECHNOLOGY  LAB 

ATTN:  SLCMT-IML  (TECH  LIB)  2 

WATERTOWN,  MA  02172-0001 


NOTE:  PLEASE  NOTIFY  COMMANDER,  ARMAMENT  RESEARCH,  DEVELOPMENT,  AND  ENGINEERING 
CENTER,  US  ARMY  AMCCOM,  ATTN:  BENET  LABORATORIES,  SMCAR-CCB-TL , 
WATERVLIET,  NY  12189-4050,  OF  ANY  ADDRESS  CHANGES. 


TECHNICAL  REPORT  EXTERNAL  DISTRIBUTION  LIST  (CONT'D) 


NO.  OF 
COPIES 

COMMANDER 

US  ARMY  LABCOM,  ISA 

ATTN:  SLCIS-IM-TL  1 

2800  POWDER  MILL  ROAD 
ADELPHI,  MO  20783-1145 

COMMANDER 

US  ARMY  RESEARCH  OFFICE 
ATTN:  CHIEF,  IPO 
P.O.  BOX  12211 

RESEARCH  TRIANGLE  PARK,  NC  27709-2211 
DIRECTOR 

US  NAVAL  RESEARCH  LAB 
ATTN:  MATERIALS  SCI  &  TECH  DIVISION 
CODE  26-27  (DOC  LIB) 

WASHINGTON,  D.C.  20375 


NO.  OF 
COPIES 


COMMANDER 

AIR  FORCE  ARMAMENT  LABORATORY 
ATTN:  AFATL/MN  1 

EGLIN  AFB ,  FL  32542-5434 

COMMANDER 

AIR  FORCE  ARMAMENT  LABORATORY 
ATTN:  AFATL/MNF 
1  EGLIN  AFB,  FL  32542-5434  1 

METALS  AND  CERAMICS  INFO  CTR 
BATTELLE  COLUMBUS  DIVISION 
505  KING  AVENUE 

COLUMBUS,  OH  43201-2693  1 

1 

1 


NOTE:  PLEASE  NOTIFY  COMMANDER,  ARMAMENT  RESEARCH,  DEVELOPMENT,  AND  ENGINEERING 
CENTER,  US  ARMY  AMCCOM,  ATTN:  BENET  LABORATORIES,  SMCAR-CCB-TL , 
WATERVLIET,  NY  12189-4050,  OF  ANY  ADDRESS  CHANGES. 


